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General Instructions for Use
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Load Disposable Suture Passer

Locate the cannulated shaft on the proximal end of
the BiPass™ Suture Punch handle. Insert the disposable
Nitinol pusher forward until the button is even with
the round notch of the pusher actuator (Figure 1).
Slide button in place until fully seated (Figure 2).

Load Suture

Locate the distal tip of your passing suture.Slide the
suture into the lower jaw suture slot with the free end
downwards to ensure suture passage.The suture will
click in to place (Figure 3).Leave two to three inches of
suture below lower jaw to enhance suture passing.
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The long end of suture should be placed on the right
side of the BiPass™ Suture Punch during insertion into
the subacromial space. A 7mm diameter or larger
cannula must be used during arthroscopic approach.
The forward lever on the BiPass™ Suture Punch is

used to close jaw to gain access to subacromial space.

Position jaw for appropriate bite (Figure 4) and close
jaw when ready to pass suture.

Note: Front jaw must be closed to ensure proper
suture passing.

Figure 4

Depress the forward lever on the
instrument to close jaw.




Figure 5

With the top jaw closed, continue to compress
pusher actuator with palm (Figure 5) to advance
pusher forward passing suture through tissue
(Figure 6).Retract the pusher by removing
pressure from the palm. Release the forward
lever to open jaw while pulling suture through
tissue and out of shoulder (Figure 7). The suture is
captured by the “trap door”to reduce extra suture
retrieval steps. Once the BiPass™ Suture Punch is
removed from the cannula, pull on one end of
suture towards the handle to release from the
“trap door” (Figure 8).

Note: For best results, the BiPass™ Suture
Punch should be used with MaxBraid™ Suture.
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